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Tritium detection requirement Our system doesn't allow capability
to detect soft beta radiation from
Tritium as requested in the detector
specification of document EN-1.2.
Technical Specifications. Will our
offer therefore be disqualified or
isn't this requirement mandatory?

12/05/2021
The technical specifications are
mandatory technical requirements.
Detecting soft beta radiation from
Tritium is the most important
requirement for this system. If the
offer does not fulfil all mandatory
requirements, it will be disregarded for
the evaluation.


